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FOREWORD

This Indian Standard ( First Revision ) which is identical with ISO 7493:1997 "Dental operator's stool" issued by the International Organization for Standardization ( ISO ) was adopted by the Bureau of Indian Standards on the recommendations of the Dentistry Sectional Committee and approval of the Medical Equipment and Hospital Planning Division Council. This standard was first published in 1977. Its first revision has been undertaken requirements with ISO 7493:1997 and adopt it as a dual number standard. with a view to align its

The objectives of this standard are to ensure that the design and functioning of dental operator's stool will be such as to enable the dental operator to perform work effectively and safely, to minimize the tnuscular and skeletal stresses, particularly in shoulders and spine, that arise during the performance of the work, and to allow freedom of movement without undue muscular activity. Annex A of this standard is for information only. for publication as Indian Standard to those used in Indian Standards.

The text of International Standard has been approved as suitable without deviations. Certain conventions are, however, not identical Attention is particularly drawn to the following: a) Wherever the words `International read as `Indian Standard'; and Standard' appear

referring

to this standard,

they should

be

b)

Comma ( , ) has been used as a decimal marker while in Indian Standards, is to use a point ( . ) as the decimal marker.

the current

practice

In this adopted standard, reference appears to certain International Standards for which Indian Standards also exist. The corresponding Indian Standards which are to be substituted in their places are listed below along with their degree of equivalence for the editions indicated: International Standard ISO 1942-4:1989 Corresponding Indian Standard Part 4 Degree of Equivalence Identical

IS 7348 ( Part 4 ) :1994 Dental vocabulary: Dental equipment ( second revision) IS 13450 ( Part 1 ) :1994 Medical electrical Part 1 General requirements for safety

IEC 60601-1

( 1988)

equipment:

do

The Technical Committee responsible for the preparation of this standard has reviewed the provisions of ISO8191 -1 and ISO 9687, referred in this adopted standard and has decided that these are acceptable for use in conjunction with this standard. Technical Corrigendum 1 to the above International Standard has been incorporated. standard is complied with, the final be rounded off in accordance with The number of significant places specified value in this standard.

For the purpose of deciding whether a particular requirement of this value, observed or calculated, expressing the result of a test, shall IS 2 : 1960 `Rules for rounding off numerical values ( revised )'. retained in the rounded off value should be the same as that of the
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Indian Standard DENTAL OPERATOR'S ( First Revision ) 1
Scope
and methods marking and of test for dental operator's packaging. N covers also

STOOL

This International Standard specifies requirements, recommendations stools as well as requirements for manufacturer's instructions, recommendations to manufacturers on the design of stools. NOTE --

For the purposes of this International Standard, "dental operator" includes dental assistants and dental hygienists.

2

Normative

references

The following standards contain provisions which, through reference in this text, constitute provisions of this International Standard. At the time of publication, the editions indicated were valid. All standards are subject to revision, and parties to agreements based on this International Standard are encouraged to investigate the possibility of applying the most recent editions of the standards indicated below. MemberS of IEC and ISO maintain registers of currently valid International Standards. ISO 1942-4:1989, ISO 8191-1:1987, smouldeting Dental vocabulary -- Pati 4: Dental equipment. of the ignitability of uphoktered furniture -- Patt 7: Ignition source:

Furniture -- Assessment

cigarette. Dental equipment -- Graphical symbols. Medical electrical equipment -- Part 1: General requirements for safety

ISO 9687:1993, IEC 601-1:1988,

3

Definitions
Standard, the definitions in ISO 1942-4 and the following definitions the general apply.

For the purposes of this International

3.1 dental operator's stool: Movable seat, adjustable
relevant to the performance

in height, which satisfies of dentistry by a seated operator. [ISO 1942-2:1989, 4.021].

requiremerds

3.2 seat height, hl or h2 (see figure 1): Vertical distance between the floor and the point of intersection of the
swivel axis with the plane of the loaded surface (hl ) or the unloaded surface (h2) of the seat. 3.3 seat width, b (see figure 1): Horizontal dimension of the widest part of the seat between the upper edges of the sides of the seat, measured perpendicularly to the anteroposterior plane of the seat. 3.4 seat depth, c1 or C2 (see figure 1): Horizontal dimension (cl) measured alongside the centre of width b in the anteroposterior plane of the seat between the vertical projections of the front edge and the back edge of the seat. If the stool is provided with a backrest, the dimension (c2) is measured between centreline of the backrest and the normal projection of the front edge of the seat. the foremost projection of the

1
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3.5 backrest height, hs (see figure 1): Vertical distance between reference points A and B, measured with the
seat loaded and with an unloaded backrest (in free-standing For this measurement the backrest shall be adjusted horizontal axis, it shall be put in the vertical position. position). position and, if it can be pivoted upon a

in its most forward

3.6 least favorable position of the stool: Position of the stml at which the load-bearing part of the seat and two adjacent castors are placed in their least favorable position with regard to the seat-tipping stability.
In the design shown in figure 1, this position is identified by e, which is the horizontal distance connecting the swivel axis and the axes of two adjacent castom in their least favorable position. NOTE -- This figure is not intended to specify the design of the dental operatots stool. between the line
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4 Requirements and recommendations

7493:1997

4.1 General
Compliance 4.1.1 axis. 4.1.2 shall be checked by visual inspection. stool shall be adjustable in height and shall swivel freely around the vertical

The seat of the dental operator's

The upper parl of the dental operator's stool shall not be removable from the base without the use of a tool. be provided witl$ a backrest which can be adjusted horizontally and

4.1.3 The dental operator's stool should vertically independent of the seatheight. 4.1.4 stool. The dental operatots

stool should be provided with five castors arranged

pentagonally

on the base of the

4.2

Reference points used in figure 1
point A: Point of intersection of the plane of the upper loaded surface of the seat with the vertical

4.2.1 Reference axis of the stool.

4.2.2 Reference point B: Centre of the area on the backrest that provides lumbar support. the force for testing the deflection of the backrest.

Point of application

of

4.2.3 Reference point C: Point on the vertical axis where the vertical force for testing the load-carrying the stool is applied.

capacity

of

4.2.4 Reference point D: Point on the upper plane of the unloaded seat at a distance of 60 mm from the least favorable edge of the seat where the vertical force for testing the stability of the stool is applied.

4.2.5

Reference

points E, F and G: Points for the application

of vertical or horizontal forces for testing the armrest.

4.3

Seat height and range of adjustment
of the seat height shall be given

The minimum adjustable height of the loaded seat (Al) and the range of adjustment by the manufacturer with the instructions (see clause 6).

Compliance

shall be checked by visual inspection.

4.4

Load-carrying capacity of the stool

The dental operator's stool shall not collapse or yield upon application of the load specified in 5.1 (after the period of early settlement), i.e. the change in height shall not exceed 10 mm throughout the range of the seat height adjustment. Testing shall be carried out in accordance with 5.1.

3
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4.5

Stability of thestool
stool shall not tip during testing. with 5.2.

The dental operator's

Testing shall be carried out in accordance

4.6

Deflection of the backrest
at point B that exceeds 30 mm, when subjected to

The backrest, if provided, shall not show a horizontal deflection the force specified in 5.3. Testing shall be carried out in accordance with 5.3. `#

4.7

Armrest
if provided, shall be capable of withstanding without failure or permanent deformation the force specified

Armrests, in 5.4.

Testing shall be carried out in accordance

with 5.4.

4.8

Material
resistant to water should be used.

Only upholstering

4.9

Cleaning and disinfection
using agents

All exterior parts of the dental operator's stool shall be capable of being cleaned and disinfected, recommended by the manufacturer, without deteriorating the stool's sutface and markings. Testing shall be carried out in accordance with 5.5.

4.10

Flammability

The upholstery and padding of dental operator's stools shall not catch fire and resultant charring, if any, shall not be greater in length than 30 mm in any direction measured from the nearest point of the test cigarette. Testing shall be carried out in accordance with 5.6.

5 Test procedures 5.1 Load-carrying capacity of stool
Adjust the seat height to its maximum value. Select and mark a suitable point on the seat, and arrange other suitable point marked on the floor. means for determining its vertical distance from some
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Apply and maintain a downward

vertical force of 1350 N to the centre of the seat point (point C in figure 1) using test

pad 1 (350 mm in diameter and a radius of 15 mm at the edge). After 5 rein, determine and record the value of the vettical distance, in millimetres (reading 1). (reading 2).

After 60 rein, redetermine

and record the value of the vertical distance, in miilimetres (reading 1 minus reading 2).

Report the change in value, in millimetres

5.2

Stability of the stool

Adjust the stool castors and the loading-bearing part in the least favorable position (see 3.6) with the seat at its maximum height and swivelled in its least favorable position relative to the castors. Apply a downward vertical force of 800 Nat point D as shown in figure 1.

RepoR whether the stool tips.

5.3

Deflection of the backrest

Adjust the backrest to its highest position. Fix the stool rigidly to the floor. Mark the reference point B (see figure 1) on the backrest, and determine its horizontal distance, in millimetres, from some other clearly marked point (for example on the floor). If the backrest is springloaded, determine this horizontal distance after full compression of the springs. Apply a horizontal edge). Redetermine force of 250 N at point B using test pad 2 (100 mm in diameter and a radius of 15 mm at the

the horizontal

distance, in millimetres,

of point B from the marked point.

Calculate the deflection,

in millimetres,

as the difference between the two values obtained.

5.4

Armrest

Apply a downward vertical force of 335 N at the most critical armrest location (point E in figure 1) for 1 min using test pad 2, and subsequently a horizontal force of 220 N at the points F and G for the outward and inward directions respectively.

5.5

Cleaning and disinfection
with IEC 601-1:1988, clause 44.7.

Testing shall be carried out in accordance

5.6

Flammability
with ISO8191 -1.

Testing shall be carried out in accordance

5
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6

Manufacturer's

instructions

The manufacturer shall SUDDIVinstructions for the safe oDeration and use of the stool. The instructions shall include .,. step-by-step procedures for operating and maintaining the stool, with illustrations showing the location of the controls, together with explanations of their use. The instructions a) b) c) d) shall also include the following information:

lowest and highest seat heights and range of adjustment; seat depth; seat width; range of backrest adjustment. shall be given for cleaning and disinfecting agents, together with instructions for their use.

Recommendations

7

Marking

The stool shall be marked with at least the following information: a) b) manufacturer's name or readily identifiable mark

model and serial number. used for marking shall be in accordance with ISO 9687.

Symbols

8

Packaging
stool shall be packaged for transportation in such a way that no damage can occur during

The dental operator's anticipated

transport conditions. are supplied, they shall be marked on the outside to facilitate assembly and installation of the

If several packages stool.

6
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Annex A (informative) Recommendations
A.1

to manufacturers on design of dental operator's stool
to comfortably adopt all the body

The design of the stool and backrest should facilitate the dental operator positions usually assumed when performing dental treatment.

A.2

The front edge of the seat should be of such a shape as to minimize pressure under the thighs. seated for extended periods, and

A.3 The upholstery should be conducive to the comfort of a dental operator over periods in which temperature and humidity may change.

A.4 The lateral adjustment of the backrest should enable the dental operator, when in correct working be suppotted by the backrest. A.5 A.6
The stool, unless otherwise specified, shall be easily movable in the unloaded or loaded condition.

posture, to

The abrasion resistance of the material used for the castors which contact the floor should be high enough to prevent floor coverings from being marked.
NOTE -- The dimensions of the castors should be such as to minimize contact loads (and hence minimize scoring and indentation of floor coverings) and, unless otherwise specified, permit unconstrained movement of the loaded or unloaded stool in any direction.

A.7

If a counterbalancing

force is provided

in the seat height-adjustment

mechanism,

it shall ensure

adequate

support throughout

the range of adjustment. of projecting pans should be avoided, and mechanical parts should be protected in order to

A.8

The design

minimize equipment.

the risk of injury of the patient

and dental personnel

as well as damage

to adjacent

items of dental

A.9

Controls,

if provided

for the adjustment unlikely.

of the seat and backrest,

should be arranged

and located so as to

render their accidental

actuation

A.1 O Moving parts that may constitute a hazard under normal working conditions to minimize the risk of injury to the dental operator or other personnel.

should be protected

or guarded
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